1.0 PURPOSE

To inform all Field Service and Technical Support personnel of a mandatory Blood Pump Serial Communication cable (P/N 670658-Q) installation when upgrading a 2008K² to Functional software v5.22 or greater.

2.0 PROCEDURE

Before upgrading a 2008K² to Functional software v5.22 or greater, inspect the Arterial Blood pump for the presence of the Blood Pump Serial Communication cable. This cable is connected between the Serial Interface connector on the Arterial Blood pump main board (LP955) and P10 of the Functional board.

If this cable is not present and the 2008K² is upgraded, the alarm message “Art. BP no comm” will be displayed and the Arterial Blood pump will not run.